[Weekly control measurement at the linear accelerator].
Weekly control measurements taken at the linear accelerator of the Medizinisches Strahleninstitut der Universität Tübingen are described which largely exceed those prescribed by the "Richtlinien Strahlenschutz in der Medizin" (instructions about radioprotection in medicine). Since the determination of the field homogeneity and the energy of electron and X-ray radiation is very time-consuming, a largely automatized procedure has been elaborated which is presented in this study.